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What is Pl? 

Perfusion Index, or Pl, is a reiative assessment of the puise strength at the monitoring site. 

Pl display ranges from .02% (very weak puise strength) to 20% (very strong puise strength). 

Perfusion Index is a numericai vaiue that indicates the strength of the IR (infrared) signai return- 
ing from the monitoring site. 

The LED-based Masimo puise oximeters such as Rad-5 and Rad-5v dispiay Pl as the Puise 
Ampiitude Index (PAI) where the height of the bar represents the puise strength. Low PAI is 
indicated by the iower two bar segments turning red. 

Pl is a reiative number and varies between monitoring sites and from patient to patient, as 
physioiogic conditions vary. 

How do I use Pl in a clinical setting? 

During sensor piacement, use Pl to quickly evaluate the appropriateness of an application site, 
iooking for the site with the highest Pl number. 

Placing the sensor at the site with the strongest puise ampiitude (highest Pl number) improves 
performance during motion. Monitor the trend of the Pl for changes in physioiogic conditions. 

Changes in sympathetic nervous tone affect smooth muscie tone, thereby aitering ieveis of per¬ 
fusion.' 

How does Pl work? 

The Masimo SET infrared signai is infiuenced primariiy by the amount of biood at the monitoring 
site, not by the ievei of oxygenation in the biood. 

The ratio of AC (puisatiie) to DC (non-puisatiie) components of the IR (infrared) signai corre- 
spond to the puisatiie and the non-puisatiie amounts of biood. 

The reiationship of the puisatiie to the non-puisatiie amounts of biood at any particuiar site cor- 
responds to Pl at that site. 

Has Pl been clinically validated? 

Preiiminary data suggest high Pl values correspond with heaith and iow Pl values with iiiness 
on neonates.^ 
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